
MagicFor COVID-19

MyMagiCon® & RapidFor® COVID-19 Antigen Test

Summary:

MyMagiCon® contains a special powder that removes small molecules quickly

from samples and concentrates microorganisms and macromolecules.

MyMagiCon®, which is intended for concentrating gargle and mouth wash, is

developed for the diagnosis of infectious agents like SARS-CoV2. In this way,

instead of a painful method such as taking a sample from the nose with a swab

for the diagnosis of COVID-19, it has made it possible to perform a sensitive

test from gargle and mouthwash sample. MyMagiCon®, which was developed to

increase the sensitivity of the tests used in the rapid diagnosis tests of

microorganisms in clinical samples, and it concentrates samples by 20 to 40

times. However, even if the organism is preserved and its nucleic acids and

antigens are released in the sample solution, these will be also concentrated,

since molecules larger than approximately 0.5kD will stay outside the polymer

beads while small molecules will be removed. MyMagiCon® is prepared to

concentrate microorganisms and their antigens in gargle and mouthwash

sample. The sensitivity of rapid antigen detection and nucleic acid amplification

tests are expected to increase by 10 to 20 times.

RapidFor® COVID-19 is an antigen test that provides rapid diagnosis of COVID-

19.

In this kit named «MagicFor COVID-19», MyMagiCon® and RapidFor® products

are combined to develop a test that people can reach by themselves without

requiring a special laboratory environment and healthcare professional.

Sensitivity of antigen tests is lower than Polymerase Chain Reaction (PCR)

tests. Approximately 90% of PCR positive samples would be detected as

positive when nasopharyngeal swab sample is taken from positive patients

using RapidFor® antigen test. In addition, approximately 70% of PCR positive

samples are detected as positive when concentrated gargle and mouthwash

sample is taken from positive patients by MyMagiCon® followed by RapidFor®

antigen test.

Also, It has been shown that IgA antibodies against the virus are formed in the

saliva within a short period of time following an infection. These antibodies may

bind to SARS-CoV-2 virus antigens causing infection, and neutralize them. This

results in false negatives on rapid antigen tests. However, viruses neutralized

by antibodies may not cause infection when infected. Therefore, it can be

considered that it is more important to determine the antigens of viruses

because they are not neutralized with antibodies.

What You Need to do Based on the Test Results of MagicFor Covid-19: If the

virus is detected in the mouthwash sample by the MagicFor-COVID-19 test, the

individual should stay away from healthy individuals and apply to a health institution

immediately. However, since false negative results can be observed, especially

due to antibodies in the saliva, people with symptoms such as fever, sore

throat, cough, respiratory distress should definitely apply to a health

institution to get more accurate result with swab PCR methods even if the

virus is not detected with the MagicFor COVID-19 test.

PCR and Rapid antigen tests may not work accurately due to too high

concentrations of ions such as calcium, magnesium and sodium. Therefore, it is

recommended to use drinking water with low ion (hardness) level (ideally below 50

ppm) for mouthwash. Mineral and/or sparkling mineral waters, bubbled waters or

brine solutions (0,9% NaCl) should not be used.

General Safety Rules:

1. This product is only used for the diagnosis of SARS-CoV-2 (COVID-19). It 

cannot be used for any other purpose. 

2. Products that have expired by the expiry date on the box should not be used.

3. The product should be stored at room conditions and in a dry environment, it is 

not suitable for freeze-thaw and it should be avoided from direct sunlight.

4. Opened or damaged MyMagiCon® sachets should not be used. 

5. If any of the Items #3 or Item #5 in the kit is open, the test should not be used. 

6. None of the items in the box is not suitable for eating or drinking. (Item numbers

are shown in figures back side of the paper).

7. In case of contact of the test solution with eyes or skin, the area should be 

cleaned and flushed with water. 

8. All items except item number 4 in the kit are disposable and for single use.

Contents: 25 MyMagiCon® tubes, 25 MyMagiCon® concentrator powder sachets, 25

paper funnels, 25 RapidFor® COVID-19 rapid antigen tests, 1 antigen test solution,

25 droppers.
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MagicFor MyMagiCon® User Guide:

The entire manual should be read before 

testing.

Materials in the test kit:

1. MyMagiCon® tube

2. Paper funnel

3. RapidFor COVID-19 antigen test

4. Test solution

5. MyMagiCon® sachet

6. Dropper

1. Pour clean drinking water up to the 20

mL line into MyMagiCon® tube. The

water level should not exceed the 20 mL

line.

2. The water put into the tube is taken into the

mouth and passed between the teeth for 10

seconds, shaken vigorously, gargled and

transferred back to the tube by using the paper

funnel. The fluid level should be between the 15-

20 mL lines. If it is less, the same process can be

repeated by adding saliva to the tube or taking

clean water into the mouth and adding it into

tube again.

3. MyMagiCon® package is opened and

poured into the tube and the tube is

capped. Timer is set for concentration

for 5 minutes. For polymer remaining on

the tube walls, the tube is gently shaken

up and down and then it is left upright for

5 minutes for concentration.

4. During concentration process, RapidFor

COVID-19 antigen test is opened. 1 drop 

of the antigen test solution is added onto 

the test strip as shown below.

5. At the end of the concentration

process, the liquid is drawn with the

dropper. If no liquid can be drawn, 10 

drops of drinking water are added to the 

tube with a dropper and the sample is 

collected immediately.

6. 2 drops are added on the test strip with a 

dropper. Excess liquid is transferred back to the 

tube. The test result should be read between 15-

30 minutes.

7. Interpretation of test result is done as 

follows:

Examples of positive 

and negative test results

are on the side given.

1

2

3
4

5

6

Result Interpretation

Only C line
Test works properly. 

Result is negative.

Only T line

Invalid test result. Repeat

the test with a new

cassette.

C and T line

Test works properly. The 

test result is COVID-19 

positive.
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